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Abstract: In this work, a system is developed for tracking the skin layer to which a needle-free
jet injection of fluid has penetrated by incorporating a laser beam into the jet, and measuring the
diffuse light emitted from skin tissue. Monitoring the injection in this way offers the ability to
improve the reliability of drug delivery with this transdermal delivery method. A laser beam,
axially aligned with a jet of fluid, created a distribution of diffuse light around the injection site
that varied as the injection progressed. High-speed videography was used to capture the diffuse
light emission from laser-coupled jet injections into samples of porcine skin, fat, and muscle.
The injection produced a distribution of diffuse light around the injection site that varied as the
injection descended. A classifier, trained to distinguish whether the light source was located in
the fat or muscle from surface intensity profile measurements, correctly identified the injected
layer in 97.2% of the cases when cross-examined against estimates using the light distribution
emitted from the side of the sample.

© 2019 Optical Society of America under the terms of the OSA Open Access Publishing Agreement

1. Introduction

Jet injection is an alternative transdermal drug delivery technique to the traditional needle and
syringe method, whereby a liquid drug is accelerated through a small orifice to form a jet that
penetrates through skin. There are many advantages to this approach, including reduced patient
fear and increased compliance. However, the technique remains hindered by poor injection depth
control, which can lead to pain and local swelling [1]. Furthermore, failing to inject a drug into
the intended tissue layer can have adverse consequences [2]. For example, insulin is a drug
commonly administered via jet injection into the subcutaneous fat. Accidentally injecting insulin
into the muscle can lead to an absorption rate increase of up to 50% [3], which could have an
unfavorable impact on the blood glucose regulation of a diabetic patient.

Previously, some researchers have attempted to improve the depth control achieved during
injection by developing a predictive model, which described injection depth as a function of the jet
and tissue parameters [4]. However, the properties of skin vary significantly between anatomical
locations and are not easily determined. The parameters required to achieve penetration to a
given depth can therefore vary greatly between patients and between injection sites on a patient.
We have taken an alternative approach towards resolving this issue, by monitoring the depth of
an injection in real time using spatially-resolved diffuse imaging.

The objective of this imaging technique is to determine the tissue layer that the fluid jet is
penetrating into, which can then be used to target the correct layer by adjusting the jet speed
accordingly. Many commonly jet injected drugs require delivery into either the fat (e.g. insulin)
or into the muscle (e.g. vaccines) [1,5,6]. Distinguishing the penetration of these two layers
during a jet injection is the subject of this paper.
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Diffuse optical imaging is a commonly used method for determining local skin optical
properties for applications including the quantification of chromophores and tracking structures
embedded within tissue [7-12]. Methods of estimating the depth of a light source in tissue have
previously involved an inversion of the analytical diffusion model of light propagation [13—15].
We have previously shown it is possible to recover source depth using a Monte Carlo-based
polynomial model [16]. Our polynomial model produced depth estimates within 2 mm of the
true source, down to a depth of 15 mm in tissue-mimicking phantoms. For the application to
jet injection, we have developed a system to incorporate a laser beam into the fluid jet as it is
injecting, which produces a depth-dependent spatial distribution of light on the skin surface [17].
We have shown that an appropriate inverse model can successfully recover the effective source
depth from the surface intensity profile for injections into porcine tissue samples. However,
the method developed was applicable only to quasi-homogeneous samples of fat-only and skin
and fat. The significant difference in optical properties between fat and muscle means the light
propagation differs substantially as the light source enters the muscle layer.

A different approach is proposed in this work, where the optical property mismatch between
fat and muscle tissue is exploited to determine a characteristic change in the light distribution that
occurs as the source transitions from fat into muscle. Laser-coupled injections were performed
into excised samples of skin, fat, and muscle, and a set of analogous experiments was performed
with a depth-controlled light source plunged into tissue. The light emitted from the side of the
sample was used to determine which tissue layer the source was in and a classifier was trained to
perform the same identification using only the surface intensity profile.

2. Materials and methods

A jet injection system was created, in which a laser beam was axially aligned with the jet of fluid
during the injection. A system replicating the simplified scenario of a point light source within a
tissue sample was also developed using a fiber optic light source plunged into tissue. Experiments
with both systems were performed on samples of skin, fat, and muscle, and videography was
used to capture the diffuse light emitted from the side and top surface of the samples.

2.1. Jet injection system

The jet injection system, coupled a laser beam into the jet of fluid (Fig. 1). The system is detailed
in Ref. [18] and summarised here briefly. A piston, connected to a voice-coil motor, generated
pressure in the fluid ampoule, forming a jet through the orifice on the underside of the ampoule.
A T-shaped channel in the ampoule provided access for a laser beam to be directed through an
acrylic window on the upper side and aligned with the orifice. The nozzle included a needle
extending 2 mm into the sample, to breach the dermis. The small needle was required to lower
the jet speed requirement of penetration to below the inception point of cavitation, thereby
maintaining optical transparency in the injected fluid.

2.2. Depth-controlled source system

This proposed method builds upon the assumption that the laser beam is guided by the fluid and
impinges on the tissue at the bottom of the jet. To replicate this scenario, a laser was coupled
into an optical fiber, which was guided through a hypodermic needle and plunged into tissue
(Fig. 2). The needle carrying the optical fiber was connected to a position-controlled voice coil
motor, mounted vertically, providing accurate control of the depth trajectory.

2.3. Experiments

Samples of porcine skin, fat, and muscle were excised from the abdominal region of an
approximately 3-month old pig, shortly after being euthanized, in accordance with the University
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Fig. 1. Diagram of the injection system for coupling a laser into a jet of fluid as it is injected
into tissue. A 2 mm needle extends from the orifice to pierce the toughest skin layer.
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Fig. 2. Diagram of the system for controlling the descent of a fiber optical light source into
tissue. A optical fibre is guided into tissue through a hypodermic needle.
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of Auckland Code of Ethical Conduct for the Use of Animals for Teaching and Research. Ex
vivo, abdominal porcine tissue has been shown to be a representative model of human skin [19],
and epidermal and dermal thicknesses have been shown to be similar [20]. For these reasons,
and its ready availability, ex vivo porcine skin the typical model used in jet injection studies
[2,21]. All samples were stored in a —80° freezer and thawed to room temperature (~ 22°) prior
to experimentation. Samples were excised to have a top surface area of 10 mm X 30 mm and
a depth of at least 20 mm, and were held in a transparent acrylic (poly(methyl methacrylate))
container with an acrylic cover plate. The depth of the fat-muscle boundary for each of the
samples was measured from photographs captured prior to each injection. Figure 3a shows the
ambiguity in identifying the boundary, which may introduce error. The depth of the ten samples
used for each experiment is summarized in Fig. 3b.

Controlled-source|- ee oo o o o ° oo

Injection . . o xx °
1 1 1 1 1 1 1 L 1 ]

25 3 3.5 4 4.5 5 55 6 6.5 7 7.5
Fat-muscle boundary depth (mm)

b)

Fig. 3. a) Photograph of a tissue sample with the fat-muscle boundary indicated, and
the corresponding view of the side distribution where the light source is approaching the
boundary (false colour). b) Depth of the fat-muscle boundary (mm) below the skin surface
for ten trials of each experiment type.

Experiments were performed using a high frame rate camera to capture the diffuse light emitted
from the sample. The top and side surfaces of the samples were simultaneously viewed using
two mirrors. The top surface was visible across a radial distance of 3 mm to 14 mm, subtending
an angle of 23°, while a 25 mm X 21 mm region was visible on the side surface.

2.3.1. Jetinjection experiments

Injections of 200 uL of fluid were performed with a two-phase jet speed profile, involving a
165 ms™~! phase for 20 ms followed by a 95 ms™! phase for 26 ms. The diffuse light emission was
recorded at 5000 frames per second with a high-speed video camera (Phantom Miro M310),
thereby capturing 230 frames during the injection.

After each injection, an X-ray image of the sample was acquired using a micro-CT imaging
system (SkyScan 1172, Bruker). Two-dimensional images of each sample, imaging down the
short axis of the sample, were captured five minutes after the injection.
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2.3.2. Depth-controlled source experiments

The controlled-source experiments were performed with the needle light source beginning 2 mm
below the skin surface, and plunged to a depth of 17 mm over 23 s. A machine vision camera
(Model FL3-U3-13Y3M-C, PointGrey Research) captured the diffuse light emission at a rate of
25 frames per second, thereby capturing 575 frames during the descent, with the source moving
0.026 mm between frames.

2.4. Image processing

The sector containing the view of the top surface of the tissue was selected and the light
distribution was averaged circumferentially to extract the surface profile. Inspection of the side
view of the sample revealed that two modes in the light distribution arose as the light source
approached the muscle layer (Fig. 4). This behavior was caused by the difference in optical
properties between the fat and muscle. A method was developed to monitor the transition of
the source between the fat and muscle, by comparing the relative light intensity emitted from
the two layers. The depth of the fat-muscle boundary, d,,, was measured from photographs of
each sample and the side light distribution was partitioned into two sections: from the top of
the sample to the fat-muscle boundary; and from the boundary to twice the depth of the muscle.
The image of the side light distribution, (x, z), was integrated in these two sections using the
trapezoidal rule, to determine the total emission from the fat, Iz, and muscle, /,,;:

If ~ // I(X,Z) dde
’ Xx,z<dp,
I, = // I(x,z) dxdz.
x,d<z<2d,,

The ratio of the emission from the two layers was then calculated:

I,

Imf = Iifl, (1)
which, if less than 1, indicated that the total light emission from the fat exceeded that of muscle,
while the opposite was true when the value exceeded 1. The maximum depth was selected as 2d,,
to remove the influence that the relative layer thicknesses had on the integrated light emission.

2.5. Surface intensity profile analysis

A classifier was generated to determine whether an injection was penetrating into the fat or
muscle using surface intensity profile measurements alone. The inputs to the model, the predictor
variables, were surface intensity profile measurements from radial positions of 3 mm, 5 mm,
7mm, and 9mm. These locations were selected as a previous depth estimation technique
demonstrated success using measurements from these positions [16]. The surface intensity
profile measurements, y;, at the i radial position, were normalized to cancel the effect of optical
variation from sample to sample according to:

yi= =2, 2)
Y1Yidy
where yy, refers to the surface intensity profile measured with the light source incident at the
initial depth of the light source, 2 mm below the tissue surface.
The k-nearest neighbor algorithm was used to classify layer penetration based on the surface
intensity profile measurements. This algorithm involves defining a dataset of labeled feature
vectors (Pj, 0),... ,(Py,Qn), where, in the present case, the feature vectors, P;, are the
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Fig. 4. Diagram showing the image processing of the high-speed video frames. The surface
intensity profile is measured by averaging the view of surface distribution circumferentially.
The side view of the sample exhibits two modes in the light distribution. The location of the
light source is tracked using the ratio of the integrated emission between the fat and muscle.

normalized surface intensity profile measurements labeled with a binary variable, Q;, designating
whether the data were obtained with the source in the fat or in the muscle. When presented with a
test vector, p, a prediction is generated by first evaluating the distance between p and each feature
vector using a suitable metric:

wj = [|P; = pl|
The prediction is deemed as the most frequently occurring label of the k feature vectors with
lowest distances, weighted by w;. In our case, the Euclidean distance was used as the comparison

metric, and k was set to 6. The classifier was generated using the fitcknn routine in MATLAB’s
Statistics and Machine Learning Toolbox (2016a, MathWorks).

3. Results

3.1.  Controlled-source classification
3.1.1. Side distribution classification

The side emission ratio, /7, was plotted against source depth to determine whether consistent
behavior occurred during penetration into the muscle, which could be used to distinguish which
layer the source was in. To enable this analysis, the source depth was non-dimensionalized by the
distance to the fat-muscle boundary, d,,, meaning that a value of 1 on the x-axis corresponds to
the transition point between fat and muscle. The value of the side emission at this point is fairly
consistent across trials, ranging from between 1.2 to 1.6 (Fig. 5).

A threshold was applied to the side emission ratio to classify the source as originating from
either the fat or the muscle. The predictions were compared to the true site of the source to
evaluate the specificity of the side emission ratio. The data in each trial were restricted to source
depths between zero and 2d,,. A threshold of 1.5 produced the greatest success, with only 4% of
the data misclassified (Fig. 6). In the subsequent analysis of the jet injection experiments, the
side emission ratio was used to identify the site of the effective source, as knowledge of the actual
penetration depth was unavailable during the injection.

3.1.2. Surface intensity profile classification

Plotting the normalized surface profiles illustrates the distinction between those produced with
the source in the fat versus profiles from when the source was in the muscle (Fig. 7). As the
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Fig. 5. Ratio of light emitted from fat and muscle for controlled-source experiments.

source descends, the surface intensity profile broadens, with the outermost value increasing the
most relative to its initial value. The overlap between the two groups occurs in the transition
zone between fat and muscle.

Leave-one-out cross validation (LOOCV) was used to assess the performance of the classifier
across the ten controlled-source experiments. The data from each trial were successively tested
using the remaining nine trials as the labeled feature vector set. The classification errors are
much higher than for classification using the side emission metric, with incorrect classification in
16% of the test cases (Fig. 8). However, the errors are primarily clustered around the transition
point between layers, which is expected due to the overlap of the surface intensity profiles in this
region. Samples with a greater than average muscle depth (Trials 3 and 4) exhibit more frequent
misrepresentations in the fat, while the reverse is true for samples with shallower muscle layers
(Trials 6 and 7).
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Fig. 6. Classification of the source layer by applying a threshold to the side light emission
ratio. Successful classification is shown as blue dots, while orange cross represent incorrectly
classified points. The dashed lines represents the muscle layer boundary.
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Fig. 7. Representative normalized surface intensity profiles from controlled-source experi-
ments, labeled according to whether the source was in the fat (blue) or muscle (red). The
median profiles are represented as solid lines and the dotted lines represent the 95-percentile
profiles.
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as blue dots while orange crosses represent incorrectly classified points. The dashed line
represents the depth of the muscle boundary.
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3.2.  Jet injection classification

During a jet injection there was no means of verifying which layer the jet was penetrating into at
a given point in time. Instead, only the final depth of delivery of the injections, determined from
post-injection X-ray imaging, was used to confirm whether the light emission varied between the
fat and muscle depending on the extent of the injection. For each point in time, the side emission
ratio was then used to identify which layer the injection was penetrating into and a classifier was
generated using the labeled surface intensity profiles.

3.2.1. Injection delivery depth

The post-injection X-ray images highlight the variability of injection penetration that can arise
from a constant set of jet parameters (Fig. 9). Four of the injections penetrated through to
the muscle layer (Trials 3, 4, 9, and 10) while the remaining six injections dispersed in the
fat. Fluid delivery to the fat layer appears to produce a fairly consistent ellipsoidal bolus of
fluid. Penetration into the muscle, on the other hand, appears striated, possibly due to the region
between tissue fibers offering pathways of low resistance.

Fig. 9. Post-injection X-ray images of skin, fat, and muscle samples. Trials 1 through 10
are arranged left to right, top to bottom.

3.2.2. Side distribution classification

Equation 1 was used to calculate the ratio between light emitted from fat and muscle for each
point in time. Charting the trajectory of this metric for each injection reveals a distinct difference
in behavior between the intramuscular injections and the injections that remained in the fat
(Fig. 10). Twenty milliseconds after the onset of the injection, the light emission in the muscle
begins to increase markedly for the intramuscular injections. Thus, it appears that the effective
light source transitions into the muscle layer, along with the penetration of the fluid, and that the
side emission ratio is a useful metric for tracking this transition. To differentiate the frames when
the effective source was in the fat from those in which the source was in the muscle, a value of
1.8 was selected as a threshold on the side emission ratio.

3.2.3. Surface intensity profile classification

The k-nearest neighbor algorithm was again used to classify layer penetration from the surface
intensity profile. Inspection of the high-speed videos revealed that fluid pooled on the surface
around the injection for three trials (1, 2, and 7). Data from these trials were excluded from
the analysis as the surface intensity profiles were distorted from interference of the fluid. The
remaining seven trials consisted of four intramuscular injections and three injections that remained
in the fat.

The performance of the k-nearest neighbor classifier was assessed using LOOCYV, giving 1610
tests of the algorithm using a set of 1380 feature vectors in each test case. The classification
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Fig. 10. Muscle-fat light emission ratio, calculated over the time course of ten injections.
The injections that were delivered into the muscle are represented as dashed lines. The
threshold for distinguishing layer penetration from the side emission ratio is represented as
the dashed horizontal line. The dotted trace indicates the nominal jet speed profile for the
injections.

success was indicated over the trace of side emission ratio (Fig. 11), showing that all injections
into the fat were identified perfectly and only 3% of the data were incorrectly classified. The
intramuscular injections were mostly classified correctly, with the misclassifications occurring
close to the threshold. The classifier generated particularly poor predictions for Trial 9, depicted
as yellow circles, misrepresenting almost every point where the effective source was in the muscle.

[t
o

n

-
)

Muscle-fat emission ratio (a.u.)

o
o

0 | | | | | | | |
0.005 0.01 0.015 0.02 0.025 0.03 0.035 0.04 0.045 0.05
Time (s)

Fig. 11. LOOCYV of distinguishing layer penetration from the surface intensity profile of jet
injections, using k-nearest neighbor classification. Triangles represent the injections that
remained in the fat and circles represent intramuscular injections. Successful classification
is depicted with unfilled markers, while the unfilled markers represent incorrectly classified
points. The dashed line represents the threshold on the side emission ratio used to label the
data in the feature set.
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However, the side metric only slightly exceeds the threshold, and from the post-injection X-ray
(Fig. 9) it appears that the vast majority of the fluid was delivered into the fat.

4. Conclusions

A method of analysis was developed to distinguish the layer of light origination from the side light
distribution. The ratio between light emitted from the fat and muscle was calculated and found to
cross a consistent value as the source transitioned between the layers in the controlled-source
experiments. Applying a threshold at this point made it possible to discern which layer the
source was in from the side distribution alone. A k-nearest neighbor algorithm was used to
classify the penetration of fat from muscle using surface intensity profile measurements from four
radial locations. Leave-one-out analysis on the controlled-source experiments was successful at
identifying the layer the light source was in in 83% of the cases.

The side emission ratio was confirmed as a suitable metric for distinguishing layer penetration
in the jet injection experiments. Post-injection X-ray imaging identified four of the ten injections
as penetrating to the muscle layer and those reached appreciably higher side emission ratio values
than the injections that remained in the fat. A threshold was again applied to categorize the
effective source as either in the fat or muscle, and leave-one-out validation was used to assess
the performance of the k-nearest neighbor classifier. All injections that remained in fat were
classified correctly as well as the majority of the data from the injections that reached the muscle.
Misclassifications occurred only in the region near the threshold.

A classifier, trained on the surface light distribution, offers a viable method for distinguishing
intramuscular injections from injections which remain in the fat layer. Furthermore, the method
was successful for injections into samples with a range of muscle depths between 4.2 mm to
7.3 mm. Classification was, however, compromised for samples at the limits of muscle depth; the
poorest prediction performance of the controlled-source trials was on the samples with the lowest
muscle depths (2.6 mm, 2.7 mm) and greatest muscle depths (6.5 mm and 6.6 mm). Ideally, the
feature dataset would be generated from samples with muscle depths which span a range that
exceeds what would be expected in practice, to ensure that estimates at the extremes are not
weakened. Further work with a larger feature dataset would be required to determine whether the
classifier can generate reliable predictions over a wide range of layer thicknesses. Additional
work would also be required to extend and validate this method over a wide range of skin optical
and mechanical properties.

A real-time implementation of the classification routine could be used to inform the motor
controller driving the injection. The layer prediction could be used to either increase or decrease
the injection jet speed depending on whether the drug is required to be delivered to the fat or
muscle. Incorrect estimates begin to occur around the transition point between layers, which
could be used as an indicator that the injection is near the fat-muscle boundary. If the objective is
to inject into fat, then any prediction that indicates penetration into the muscle would be cause to
reduce the jet speed. Conversely, when performing intramuscular injections, the jet could be
accelerated until there is no indication that the effective source remains in the fat.

Aside from the application to real-time control, the method presented here could provide
a useful measure of injection success, helping inform the decision on how a clinician should
proceed. For example, knowing that an intended intramuscular injection has remained in the fat
may be crucial information for prompting a user to repeat administration of the drug. Furthermore,
knowledge of the penetration depth over the time course of an injection could be used to provide
an estimate of the proportion of fluid delivered into each layer.
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